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Nuclear Regulatory Commission § 35.2642 

source and the instruments used to 
calibrate the source; 

(3) The source output or activity; 
(4) The source positioning accuracy 

within the applicators; and 
(5) The name of the individual, the 

source manufacturer, or the calibra-
tion laboratory that performed the 
calibration. 

[67 FR 20370, Apr. 24, 2002, as amended at 68 
FR 19326, Apr. 21, 2003] 

§ 35.2433 Records of decay of stron-
tium-90 sources for ophthalmic 
treatments. 

(a) A licensee shall maintain a record 
of the activity of a strontium-90 source 
required by § 35.433 for the life of the 
source. 

(b) The record must include— 
(1) The date and initial activity of 

the source as determined under § 35.432; 
and 

(2) For each decay calculation, the 
date and the source activity as deter-
mined under § 35.433. 

§ 35.2605 Records of installation, main-
tenance, adjustment, and repair of 
remote afterloader units, tele-
therapy units, and gamma 
stereotactic radiosurgery units. 

A licensee shall retain a record of the 
installation, maintenance, adjustment, 
and repair of remote afterloader units, 
teletherapy units, and gamma 
stereotactic radiosurgery units as re-
quired by § 35.605 for 3 years. For each 
installation, maintenance, adjustment 
and repair, the record must include the 
date, description of the service, and 
name(s) of the individual(s) who per-
formed the work. 

§ 35.2610 Records of safety procedures. 
A licensee shall retain a copy of the 

procedures required by §§ 35.610(a)(4) 
and (d)(2) until the licensee no longer 
possesses the remote afterloader, tele-
therapy unit, or gamma stereotactic 
radiosurgery unit. 

§ 35.2630 Records of dosimetry equip-
ment used with remote afterloader 
units, teletherapy units, and gamma 
stereotactic radiosurgery units. 

(a) A licensee shall retain a record of 
the calibration, intercomparison, and 
comparisons of its dosimetry equip-

ment done in accordance with § 35.630 
for the duration of the license. 

(b) For each calibration, inter-
comparison, or comparison, the record 
must include— 

(1) The date; 
(2) The manufacturer’s name, model 

numbers and serial numbers of the in-
struments that were calibrated, inter-
compared, or compared as required by 
paragraphs (a) and (b) of § 35.630; 

(3) The correction factor that was de-
termined from the calibration or com-
parison or the apparent correction fac-
tor that was determined from an inter-
comparison; and 

(4) The names of the individuals who 
performed the calibration, inter-
comparison, or comparison. 

§ 35.2632 Records of teletherapy, re-
mote afterloader, and gamma 
stereotactic radiosurgery full cali-
brations. 

(a) A licensee shall maintain a record 
of the teletherapy unit, remote 
afterloader unit, and gamma 
stereotactic radiosurgery unit full cali-
brations required by §§ 35.632, 35.633, 
and 35.635 for 3 years. 

(b) The record must include— 
(1) The date of the calibration; 
(2) The manufacturer’s name, model 

number, and serial number of the tele-
therapy, remote afterloader, and 
gamma stereotactic radiosurgery 
unit(s), the source(s), and the instru-
ments used to calibrate the unit(s); 

(3) The results and an assessment of 
the full calibrations; 

(4) The results of the autoradiograph 
required for low dose-rate remote 
afterloader units; and 

(5) The signature of the authorized 
medical physicist who performed the 
full calibration. 

§ 35.2642 Records of periodic spot- 
checks for teletherapy units. 

(a) A licensee shall retain a record of 
each periodic spot-check for tele-
therapy units required by § 35.642 for 3 
years. 

(b) The record must include— 
(1) The date of the spot-check; 
(2) The manufacturer’s name, model 

number, and serial number of the tele-
therapy unit, source and instrument 
used to measure the output of the tele-
therapy unit; 
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